We have developed a simple measuring system prototype that uses an unmanned aerial vehicle (UAV) and a non-dispersive infrared (
Introduction
Increases in greenhouse gases such as carbon dioxide (CO 2 ) in the atmosphere have contributed to rising global air temperatures in recent years. Before the Industrial Revolution, the CO 2 concentration in Earth's atmosphere was approximately 280 ppm, and it has been gradually but steadily increasing since then [1, 2] . The CO 2 concentration has increased by about 1-2 ppm per year since the 1950s; consequently, the global annual mean CO 2 concentration exceeded 400 ppm in 2015 [3] . However, accurate estimation of the carbon balance between ecosystem absorption and emission from ground surfaces (e.g., green carbon) and clarification of the relationship between atmospheric concentrations and topographic features and land use are necessary [4, 5] . To clarify the detailed distribution of CO 2 sources and sinks, however, accurate vertical CO 2 profile measurements, including the lower troposphere over various locations, are needed. Global CO 2 observations using satellite remote sensing have been conducted with the Infrared Atmospheric Sounding Interferometer (IASI) [6] , The map based on the aerial photograph, elevation chart map by color and slope gradation map created by Geospatial Information Authority of Japan [35] . The map based on the aerial photograph, elevation chart map by color and slope gradation map created by Geospatial Information Authority of Japan [35] . The map based on the aerial photograph, elevation chart map by color and slope gradation map created by Geospatial Information Authority of Japan [35] . 
CO 2 Measurements Using UAV System
We measured CO 2 concentrations with a UAV system developed by Madokoro et al. [28] , Inoue et al. [29] , and Nomura et al. [30] (Figure 3 ). The Matrice 600 UAV (DJI) and LI-840A NDIR Atmosphere 2019, 10, 487 4 of 17 analyzer (LI-COR) used in this study cost about 0.5 million yen and 1.6 million yen, respectively, and their specifications are given in Tables 1 and 2 , respectively. The Matrice 600 is a relatively large UAV without stringent payload limitations (6.0 kg). It therefore can accommodate the NDIR analyzer and the other accessories. The maximum ascent speed is 5.0 m/s, and the maximum descent speed is 3.0 m/s. The flight control system is built with the Matrice 600 for accurate and stable flight performance. The LI-840A NDIR analyzer is reliable under the cold temperatures at 500 m altitude in the lower troposphere (approximately 3 • C colder than at ground level). It is not equipped, however, with either an air pump to take in the outside air or a data recording device. For this reason, a diaphragm-type pump driven by a 12-V DC motor was attached to the system, and a voltage logger (LR 5062; HIOKI Corporation, Table A1 ) was used to record the data. The NDIR, pump, and data logger were attached to the drone using a dedicated mount ( Figure 3) . A dedicated harness for power distribution was constructed, and the 18-V output from the drone was stepped down to 12 V via a DC/DC converter to supply power to the pump.
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CO2 Measurements Using UAV System
We measured CO2 concentrations with a UAV system developed by Madokoro et al. [28] , Inoue et al. [29] , and Nomura et al. [30] (Figure 3 ). The Matrice 600 UAV (DJI) and LI-840A NDIR analyzer (LI-COR) used in this study cost about 0.5 million yen and 1.6 million yen, respectively, and their specifications are given in Tables 1 and 2 , respectively. The Matrice 600 is a relatively large UAV without stringent payload limitations (6.0 kg). It therefore can accommodate the NDIR analyzer and the other accessories. The maximum ascent speed is 5.0 m/s, and the maximum descent speed is 3.0 m/s. The flight control system is built with the Matrice 600 for accurate and stable flight performance. The LI-840A NDIR analyzer is reliable under the cold temperatures at 500 m altitude in the lower troposphere (approximately 3 °C colder than at ground level). It is not equipped, however, with either an air pump to take in the outside air or a data recording device. For this reason, a diaphragm-type pump driven by a 12-V DC motor was attached to the system, and a voltage logger (LR 5062; HIOKI Corporation, Table A1 ) was used to record the data. The NDIR, pump, and data logger were attached to the drone using a dedicated mount ( Figure 3) . A dedicated harness for power distribution was constructed, and the 18-V output from the drone was stepped down to 12 V via a DC/DC converter to supply power to the pump. The total loaded weight was 2.7 kg. To minimize the total weight of the UAV system, the NDIR was directly wired to the power source in the main body of the UAV; that is, an alternative power source for the NDIR was not provided. The total loaded weight was 2.7 kg. To minimize the total weight of the UAV system, the NDIR was directly wired to the power source in the main body of the UAV; that is, an alternative power source for the NDIR was not provided.
The observation site elevation (i.e., ground level), measured by a total station (GPT-9005A, TOPCON) using the third order triangulation station (Table A2) , was approximately 1 m below Tokyo Peil (T.P., the standard datum for Japan, +0.9 m relative to mean sea level in Tokyo Bay; Geospatial Atmosphere 2019, 10, 487 5 of 17 Information Authority of Japan). Flight observations were conducted at 500, 400, 300, 200, 100, and 10 m above the ground for 30 s at each altitude; at least one observation was conducted during the daytime each month from February 2018 to February 2019. The meteorological information for the UAV flight time on each survey date, given in Table 3 , is based on hourly station data at Ogata provided by the JMA. The surface sunshine duration data are expressed in hours per hour. For example, if there were 12 min of sunshine between 10:00 a.m. and 11:00 a.m., then the sunshine duration at 11:00 a.m. would be 0.2. Observations were not made while precipitation was occurring, but otherwise they were made over a wide range of weather conditions (Table 3) . In general, the air density of the atmosphere thins with increasing altitude. As a result, the quantity of air entrained into the NDIR as the UAV moves through the air is smaller during the UAV's descent than during its ascent. Hence, contamination of measured CO 2 concentrations by CO 2 from higher altitudes is considered to be less during the UAV's descent than during its ascent. To clarify this point, we compared the standard deviations of CO 2 concentrations measured during 3 min at the respective altitudes between the UAV's ascent and descent. This comparison showed that on 10 and 29 August 2018, for example, the standard deviations of concentrations measured near the ground and at 500 m altitude were larger during the ascent (see Tables A3 and A4 for details). In fact, the standard deviation was generally smaller during the descent than during the ascent ( Figure A1 ). Therefore, we adopted the CO 2 values observed as the UAV descended in this study. The forests and farmlands around the observation site can act as CO 2 sources or sinks and therefore can cause CO 2 concentrations to fluctuate. However, from nighttime to early morning, a temperature inversion, when cool air near the ground is overlain by a layer of warmer air in surfaces [36] , is occasionally observed around Ogata Village. For example, according to temperature profile data at Akita city provided by the JMA, on 20 September 2018, at 9:00 a.m. Japan Standard time (JST; JST = UTC + 9 h), air temperatures at altitudes of 7 and 137 m were 18.3 and 16.5 • C, respectively, whereas at 9:00 p.m. JST, air temperatures at altitudes of 7 and 133 m were 18.7 and 18.9 • C, respectively. An inversion limits the diffusion of gases and leads to the accumulation of CO 2 near the surface. Therefore, to avoid any influence from a temperature inversion on the measurement results, observations were conducted between 11:00 a.m. and 4:00 p.m. JST during spring and autumn and between 11:00 a.m. and 3:00 p.m. JST in winter.
CO 2 Calibration and Measurement Uncertainty
Our UAV system continuously detects CO 2 concentrations with an NDIR gas analyzer. Measurements by NDIR require the use of standard gases defined against an absolute calibration system [37] . We therefore prepared three standard gases (Japan Fine Products), a high-purity nitrogen (N 2 ) gas (as a CO 2 zero gas; 0 ppm), and two CO 2 standard gases, one with high CO 2 (>390 ppm) and the other with low CO 2 (<390 ppm), which we used to relate the responses of the analyzer to absolute CO 2 concentrations. Before the flight, these standard gases were injected into the NDIR on the ground for calibration of the CO 2 concentrations measured during the flight, as described previously [38] . Figure 4 shows an example of measured concentrations of a CO 2 standard gas after calibration of the NDIR.
The LI-840A NDIR has an internal pressure transducer for pressure compensation (pressure compensation range: 150-1150 hPa). The average air pressure at sea level is 1013 hPa, and air pressure at 500 m above sea level (i.e., the maximum altitude of our UAV flights) is approximately 955 hPa. We estimated the effects of atmospheric pressure on the CO 2 measurements under a constant air flow rate (2.2 L/min) in the laboratory. We evaluated the CO 2 concentrations obtained by the LI-840A NDIR under pressures of 690-796 Torr (approximately 920-1061 hPa, measured by a 375 Convectron Vacuum Gauge Controller; Helix Technology Corporation) using a CO 2 standard gas with a concentration of 348.57 ppm and found that the measured CO 2 concentrations were almost constant. We also used a mass flow meter (MODEL RK1600R; COFLOC) to evaluate the influence of the air flow rate on CO 2 measurements by the LI-840A NDIR. Specifically, we compared CO 2 concentrations obtained by the NDIR under a flow rate 2.8 L/min with those obtained under a flow rate 1.0 L/min. The results showed a difference of approximately 1.0 ppm between concentrations measured at the two flow rates. The sensitivity of the CO 2 concentration to the atmospheric water vapor content is less than 0.1 ppm [39] .
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To estimate the effects of the rotation of the UAV's propellers on CO2 detection, we also measured the CO2 concentrations for 30 s twice while the propellers were rotating and two more times while they were stopped. The mean CO2 concentrations and standard deviations measured while the propellers were rotating were 384.54 ± 0.36 and 387.03 ± 0.87 ppm, and those measured while they were stopped were 385.58 ± 0.31 and 388.16 ± 0.87 ppm. Therefore, the measured CO2 Table A5 . The safe excitation voltage of the LI840-A NDIR is 10-30 V; thus, this 14.8-V battery is within tolerance.
To estimate the effects of the rotation of the UAV's propellers on CO 2 detection, we also measured the CO 2 concentrations for 30 s twice while the propellers were rotating and two more times while they were stopped. The mean CO 2 concentrations and standard deviations measured while the propellers were rotating were 384.54 ± 0.36 and 387.03 ± 0.87 ppm, and those measured while they were stopped were 385.58 ± 0.31 and 388.16 ± 0.87 ppm. Therefore, the measured CO 2 concentration was approximately 1 ppm lower when the propellers were rotating than when they were stopped (Table A6 ).
CO 2 Simulation
We used monthly mean global CO 2 concentration data simulated by JMA [33] to calculate the mean annual trend of CO 2 around the observation site. The JMA has operationally conducted atmospheric inversion analysis using the Carbon Dioxide Transport Model (CDTM) since 2009 [40, 41] , and the JMA recently updated its operational inversion analysis system to the newly developed Global Spectral Atmosphere Model-Transport Model (GSAM-TM) [33, 34] . The transport process of GSAM-TM is directly coupled with a low-resolution version of JMA's operational global numerical weather prediction (NWP) model, which has a horizontal resolution of TL95 (approximately 1.875 • ) with 60 vertical layers up to 3 hPa. Comparison with observation data has shown that the newly developed GSAM-TM is better able to reproduce temporal fluctuations in the boundary layer than the CDTM, though surface CO 2 simulation data seem to be slightly higher than observations [34] .
We calculated the mean annual trend to be approximately 1.9 ppm/yr during 1985-2017 ( Figure 2 ) and used this annual trend to estimate monthly CO 2 concentrations near the observation site during the observation months in 2018-2019 for comparison with the UAV data.
Results
From February 2018 to February 2019, a total of 19 vertical profiles were obtained (Tables A3 and A4) . For every observation, the standard deviation was within 1.75 ppm ( Figure 5 ). The meteorological conditions on each observation date recorded by the AMeDAS station at Ogata [32] are listed in Table 3 .
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We used monthly mean global CO2 concentration data simulated by JMA [33] to calculate the mean annual trend of CO2 around the observation site. The JMA has operationally conducted atmospheric inversion analysis using the Carbon Dioxide Transport Model (CDTM) since 2009 [40, 41] , and the JMA recently updated its operational inversion analysis system to the newly developed Global Spectral Atmosphere Model-Transport Model (GSAM-TM) [33, 34] . The transport process of GSAM-TM is directly coupled with a low-resolution version of JMA's operational global numerical weather prediction (NWP) model, which has a horizontal resolution of TL95 (approximately 1.875°) with 60 vertical layers up to 3 hPa. Comparison with observation data has shown that the newly developed GSAM-TM is better able to reproduce temporal fluctuations in the boundary layer than the CDTM, though surface CO2 simulation data seem to be slightly higher than observations [34] .
We calculated the mean annual trend to be approximately 1.9 ppm/yr during 1985-2017 ( Figure 2 ) and used this annual trend to estimate monthly CO2 concentrations near the observation site during the observation months in 2018-2019 for comparison with the UAV data.
Results
From February 2018 to February 2019, a total of 19 vertical profiles were obtained (Tables A3  and A4 ). For every observation, the standard deviation was within 1.75 ppm ( Figure 5 ). The meteorological conditions on each observation date recorded by the AMeDAS station at Ogata [32] are listed in Table 3 . Vertical CO2 concentration gradients during the cold season (February-March 2018, December 2018, and January-February 2019) around Ogata Village tend to be small from the ground surface to an altitude of 500 m, and the differences in the CO2 concentration at a given altitude were within 1.0 ppm. The CO2 concentration gradients from the ground surface to 500 m above the ground surface were less noticeable during April and May 2018, although slightly higher concentrations were observed at higher altitudes than during the summer periods. However, on 28 May 2018, the vertical CO2 gradient was large at altitudes of 300-500 m. From June to August 2018, noticeable vertical gradients, namely, low concentrations near the ground surface and high concentrations at Vertical CO 2 concentration gradients during the cold season (February-March 2018, December 2018, and January-February 2019) around Ogata Village tend to be small from the ground surface to an altitude of 500 m, and the differences in the CO 2 concentration at a given altitude were within 1.0 ppm. The CO 2 concentration gradients from the ground surface to 500 m above the ground surface were less noticeable during April and May 2018, although slightly higher concentrations were observed at higher altitudes than during the summer periods. However, on 28 May 2018, the vertical CO 2 gradient was large at altitudes of 300-500 m. From June to August 2018, noticeable vertical gradients, namely, low concentrations near the ground surface and high concentrations at higher altitudes, were observed. In July and August 2018, CO 2 concentrations at 10 m altitude were about 4-6 ppm smaller than those at 100 m altitude. From September to November 2018, the CO 2 concentration gradients up to 500 m were less noticeable, although slightly higher concentrations were observed with increases in altitude. The vertical profiles and the concentration gradients observed from April to May 2018 were similar to those observed from September to November 2018.
Focusing on the seasonal behavior of CO 2 in the lower troposphere, we found that the CO 2 concentrations over Ogata became lower from June to midsummer (Figure 5c ). This result may primarily reflect increased photosynthesis due to the longer duration of sunshine. The rapid increase of CO 2 concentrations from September to October and from December to January might also be explained by changes in the vegetation distribution with the seasonal evolution (Figure 5a,d) . Figure 6 shows the seasonal variations of CO 2 concentrations at each measurement altitude. At all altitudes, CO 2 concentrations decreased from spring to summer and rose from autumn to winter. A local CO 2 concentration maximum was observed in February 2019, and minimum concentrations were observed in August 2018. The seasonal fluctuations were the largest near the ground surface (i.e., at 10 m) and tended to be smaller at higher altitudes. Furthermore, the CO 2 concentration increased rapidly from October to November 2018. After that, it temporarily decreased in January 2019, but it then increased again to a maximum in February 2019. On the other hand, when comparing the surface simulation results for 40 • N, 140 • E in the GSAM-TM results (dashed line in Figure 6 ) and the corrected values, the rough trends of the changes coincided, but many observed values were below the simulation values. The difference in CO 2 concentrations between the GSAM-TM results and the measured results was greater in the summer period. For example, the simulation results and their correction values were 415.8, 400.6, and 410.7 ppm in February, August, and October 2018, respectively (Figures 2 and 6 ), while the observation results were 414.94 ± 0.15, 377.25 ± 0.34, and 406.94 ± 0.37 ppm on 26 February, 29 August, and 12 October 2018, respectively (Table A3 and Figure 6 ).
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Focusing on the seasonal behavior of CO2 in the lower troposphere, we found that the CO2 concentrations over Ogata became lower from June to midsummer (Figure 5c ). This result may primarily reflect increased photosynthesis due to the longer duration of sunshine. The rapid increase of CO2 concentrations from September to October and from December to January might also be explained by changes in the vegetation distribution with the seasonal evolution ( Figure  5a,d) . Figure 6 shows the seasonal variations of CO2 concentrations at each measurement altitude. At all altitudes, CO2 concentrations decreased from spring to summer and rose from autumn to winter. A local CO2 concentration maximum was observed in February 2019, and minimum concentrations were observed in August 2018. The seasonal fluctuations were the largest near the ground surface (i.e., at 10 m) and tended to be smaller at higher altitudes. Furthermore, the CO2 concentration increased rapidly from October to November 2018. After that, it temporarily decreased in January 2019, but it then increased again to a maximum in February 2019. On the other hand, when comparing the surface simulation results for 40° N, 140° E in the GSAM-TM results (dashed line in Figure 6 ) and the corrected values, the rough trends of the changes coincided, but many observed values were below the simulation values. The difference in CO2 concentrations between the GSAM-TM results and the measured results was greater in the summer period. For example, the simulation results and their correction values were 415.8, 400.6, and 410.7 ppm in February, August, and October 2018, respectively (Figures 2 and 6 Figure 6 ). 
Advantages and Disadvantages of UAV/NDIR System and the Other Platforms
As noted in Section 1, several in situ platforms, such as meteorological towers, aircraft, and balloons, have been used to obtain the vertical CO 2 concentration data. Here we discuss the advantages and the disadvantages of measurement methods by the UAV system and other platforms.
Owing to the limitation of available flight time (about 20 min with payload), it is difficult to measure CO 2 concentrations above the middle troposphere (e.g., 3 km) by our UAV system. The tower measurements by the JMA were conducted until 200 m altitude [10] . On the other hand, the aircraft and balloon observations can be performed over at least 12 and 30 km, respectively. The UAV is not suitable for the CO 2 measurements at higher altitudes.
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We next focus on the validity of local CO 2 observations. To obtain the vertical CO 2 data at a certain location by aircraft, it is necessary to conduct a horizontal flight at a broad area over several kilometers. To avoid the accidents associated with falling into the urban area, the balloon system is thrown away in the ocean after the flight owing to long-distance transportation (e.g., 100 km) by strong westerly winds [42] . Thus, it is difficult to obtain the CO 2 profile data almost vertically at a site using aircraft and balloons. The meteorological tower is more suitable for the vertical CO 2 measurements, despite the number of available measurement locations being limited. For the UAV measurements, optimal adjustment of the location and altitude enables us to obtain the vertical CO 2 data over a confined area. We therefore consider that the UAV is useful for observing the local CO 2 concentrations.
The suitability of routine and continuous observations has also been discussed. The balloon observations rely on gases such as hydrogen and helium to elevate weather balloons. Helium gases, in particular, are often used owing to the growth concerns on hydrogen safety. However, it is difficult to employ frequent balloon measurements when there is a shortage of helium. In an example of aircraft measurements, the cost of charter aircraft was extremely high (e.g., about several million yen per flight day) [29, 38] . It is difficult to conduct CO 2 observation using aircraft frequently and continuously. Basically, the frequent CO 2 measurements by the UAV can be performed only by preparing a full set of UAV and NDIR analyzers. The continuous UAV measurements can lead to the detection of the features of long-term variabilities, including seasonal and annual behaviors.
Features of Monthly CO 2 Concentrations Measured by the UAV System
The highest CO 2 concentration during the observation period was observed on 25 February 2019 (422.37 ppm at 500 m), and the lowest was observed on 29 August 2018 (377.25 ppm at 10 m) ( Figure 5 ). During 2018, the monthly changes showed a decreasing trend from winter to summer and an increasing trend from summer to winter. In addition, during most seasons, the CO 2 concentrations measured by the NDIR increased with altitude. Although changes in the flow rate of the air pump and in barometric pressure must be considered, the influence of land use, namely, agricultural crops and natural vegetation growing on Ogata Village farmlands, may be strong, as discussed below. These observed monthly CO 2 variations in Ogata Village are similar to those reported by previous studies [43, 44] conducted in the Northern Hemisphere as well as to surface simulation results for 40 • N, 140 • E in the GSAM-TM results (dashed line in Figure 6 ).
The results show that regional atmospheric CO 2 concentration changes are variable: seasonal fluctuations in the vicinity of the ground (10 m above the ground) were the most prominent, and the maximum fluctuation range from summer 2018 to winter 2019 was greater than 40 ppm. These results probably reflect the effects of vegetation in the area surrounding the flight observation site. From February to March and in December 2018, and in January and February 2019, CO 2 concentration gradients from near the ground surface up to 500 m were small. Therefore, in winter, Ogata Village may not be a site of notable CO 2 emission or absorption compared with the surrounding area. However, the CO 2 concentration from April to October 2018 tended to be lower near the ground surface and higher at higher altitudes. From June to August in particular, a large concentration decrease was observed from 10 to 100 m. This result suggests that during the summer, CO 2 near the ground surface was being absorbed. At Ogata [32] , the temperature increases with the seasonal progression from spring to summer, and the hours of sunshine also increase ( Table 3 and Figure 6 ). The lowest CO 2 concentration was observed at the end of August, when air temperature was higher, and the daylight hours were longer than in other months ( Figure 6 ). This result may be related to increased CO 2 absorption due to enhanced photosynthetic activity. Sasakawa et al. [11] investigated vertical CO 2 concentration distributions acquired by tower and aircraft observations in the vast forested area (taiga) of Siberia and found that, because of photosynthetic activity, vertical CO 2 concentration profiles during the daytime in summer showed markedly lower values near the ground surface. The characteristics of the vertical CO 2 concentration profiles during summer around Ogata Village are consistent with their results [11] .
Moreover, it is possible to distinguish short-term fluctuations (of less than 1 month duration) from long-term (seasonal) fluctuations. For example, the vertical gradient from 300 to 500 m was particularly large on 28 May 2018. In general, CO 2 is a chemically stable gas that is not formed or degraded in the atmosphere [36] . Moreover, in midlatitude synoptic systems, the vertical scale of wind speed changes is small, differing from changes on the horizontal scale by two orders of magnitude [45] . Thus, it may be that the steep vertical CO 2 gradient observed on 28 May reflects horizontal advection of an air mass enriched in CO 2 from another area, such as an urban area or Eurasia.
To clarify the formation process of the vertical CO 2 profiles, it is important to evaluate the effect of the turbulence in the lower atmosphere on the local CO 2 distribution. However, the UAV did not have observation devices for measuring vertical profiles of meteorological variables such as wind, air temperature, and humidity. It would be desirable to use the UAV system to measure turbulent 3D wind vectors and other meteorological data [46, 47] . In addition, the observed CO 2 concentrations were generally lower than the simulated surface values [33] (Figure 6 ). This result is similar to the previous study on the GSAM-TM [34] . Moreover, the seasonal change in CO 2 concentrations was not symmetrical about the summertime minimum ( Figure 6 ): the CO 2 concentration increase in autumn occurred more rapidly than the decrease during the previous summer. The period from September to November is the rice harvest period [48, 49] (Table A7) , and open burning is used to clear some rice paddy fields in Ogata Village. These results show that regional atmospheric CO 2 concentration fluctuations are variable and complicated. Therefore, accurate estimates of the amounts of CO 2 absorbed and released at the ground surface are needed [50] . The reasons for some CO 2 fluctuations will be made clear by conducting simultaneous atmospheric observations and comparative verifications at multiple sites. Although both seasonal and regional-scale fluctuations occur, they are not necessarily representative of CO 2 concentration increases due to topography and land use, so it is likely that regional-scale observations such as UAV observations will become more important in the future.
Conclusions
To easily and efficiently measure the regional CO 2 concentrations in the atmosphere, we developed a simple measuring system prototype that uses a UAV and an NDIR, and we applied this system to obtain the CO 2 concentrations at 500, 400, 300, 200, 100, and 10 m above the ground in Ogata Village, Akita Prefecture, Japan, from February 2018 to February 2019. Comparison with CO 2 simulation results by the JMA showed that the system made it possible to conveniently determine vertical CO 2 concentration profiles and seasonal changes in CO 2 concentrations. In a surface environment that is also susceptible to local influences such as distribution of vegetation, and therefore, subject to change in varying CO 2 concentrations ( Figure 5 ), the accuracy of the simulation model is likely to improve by performing atmospheric observations using UAVs at more points and more frequently. To validate the vertical CO 2 data obtained by the UAV system, further studies are required that compare UAV observations with simultaneous observations made from other platforms, such as balloons, towers, and aircraft, in the designated region. At present, the maximum flight ceiling set by the application software provided by DJI restricts UAV flights to altitudes below 500 m. In the future, the use of third-party-provided software will allow observations above 500 m altitude to be performed by the UAV system. Moreover, it may be possible in the future to estimate differences in carbon absorption/fixation related to land use by combining data on vegetated areas determined by GIS, CO 2 absorption/fixation values obtained by the chamber method, and high-resolution drone observations, although atmospheric drone observations are not strictly comparable to chamber observations or simulated results. Figure A1 . Comparison of CO2 concentrations measured during the UAV's descent (Table A3 ) with those measured during its ascent (Table A4 ). (Table A3 ) with those measured during its ascent (Table A4 ). Table A7 . General annual farm work schedule and corresponding rice life stages in farmlands of central Akita Prefecture (based on [48, 49] ) and simulated CO 2 concentrations (from [33] ). 
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